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Abstract. Electrical Impedance Tomography (EIT) is a non-invasive method that aims to
create an electrical conductivity map of a volume. In particular, it can be applied to study
the human head. The method consists on the injection of an unperceptive and known current
through two electrodes attached to the scalp, and the measurement of the resulting electric
potential distribution at an array of sensors also placed on the scalp. In this work, we propose
a parametric estimation of the brain, scalp and skull conductivities using EIT over an spherical
model of the head. The forward problem involves the computation of the electric potential on
the surface, for given the conductivities and the injection electrode positions, while the inverse
problem consists on estimating the conductivities given the sensor measurements. In this study,
the analytical solution to the forward problem based on a three layer spherical model is rst
described. Then, some measurements are simulated adding white noise to the solutions and the
inverse problem is solved in order to estimate the brain, skull and scalp conductivity relations.
This is done with a least squares approach and the Nelder-Mead multidimensional unconstrained
nonlinear minimization method.
1. Introduction
Electrical impedance tomography (EIT) is a relatively new imaging method that has evolved
over the past 20 years. In the medical eld it has a potential clinical value in diagnostics
and monitoring of a number of disease conditions, from the detection of breast cancer [1],
to monitoring brain function [2], and possibly stroke [3]. EIT consists on the injection of
small electrical currents in dierent points of the body and the measurement of the resulting
electric potential distribution through a sensor array. It is safe, portable, inexpensive and
fast [4]. At present, EIT does not have the spatial resolution of other methods like Magnetic
Resonance Imaging (MRI) or Computer Tomography (CT), while its key advantage is the
temporal resolution, which is in the order of milliseconds [3].
In neuroscience, EIT can be used for at least two dierent applications: to image conductivity
changes or to measure absolute conductivities. The former is based on measuring the
conductivity changes produced by blood ow and volume alterations during evoked activity
in the brain [4]. Also, a slight (1%) change of the impedance is produced in the cerebral cortex
during neuronal depolarization [4]. But since the skull is more resistive than the other tissues
of the head, the current that may reach the brain is relatively small [4] (less than 15% of total
SABI 2011 IOP Publishing
Journal of Physics: Conference Series 332 (2011) 012022 doi:10.1088/1742-6596/332/1/012022
Published under licence by IOP Publishing Ltd 1
injected current in a simulation study [5]). This is why in order to use EIT as a functional brain
mapping tool, the shield eect of the skull to the injecting currents should be estimated rst [6].
The second application is a technique for measuring the electrical conductivity of the head,
useful to create an anatomical conductivity map. In this application, the EIT forward problem
consists of computing the electric potential distribution generated by a known injected current
in a known head model with its corresponding conductivity map. The EIT inverse problem
is the estimation of the electric conductivity map from the electric potential measured at the
electrode positions. As mentioned, the spatial resolution that can be achieved from EIT data
alone is poor.
We propose to parameterize the inverse problem by a few parameters being the electric
conductivity of the tissues, assuming the spatial distribution of the tissues is known. In this
study, this spatial distribution consists of three concentric spheres. But next, realistic geometry
obtained from some other techniques such as MR or CT scalp will be used. The approximate
conductivity map will have then a very good spatial resolution but with conductivity values
that may dier a little from the real ones since they are assumed homogeneous in each
tissue. The proposed methodology is expected to work very well to estimate the scalp and
skull conductivities, and a combination with some other techniques can complete the model.
Diusion Tensor Imaging (DTI) can be used to estimate the brain and cerebrospinal uid
(CFS) conductivities [7]. The knowledge of the conductivity map is important in the study
of electroencephalography (EEG) problems, in particular for the estimation of the position of
neural sources.
The EEG source localization problem aims to determine the neural sources inside the
brain that best explain the electrical potentials measured on the surface of the scalp. The
determination of the sources is made through the use of mathematical models which describe
the head as an electrical conductor. Then, the knowledge of the electrical conductivity map of
the head is important since it is known that the solution to the source localization problem is
highly dependent on the values taken by the scalp, skull, and brain conductivities [8].
The scalp impedance plays a major role in head EIT, as it is engaged with currents of
the highest density coming from the electrodes, and therefore it is the rst stage in which
distribution of current into the rest of the layers is determined. Any inaccuracies at this stage
will substantially aect the impedance readings of the inner layers [9]. Several studies lead to
a wide range of values (see Horesh graphs and tables [9]) showing the importance of in vivo
and per patient based information. Regarding the skull, there are two kinds of mature bones:
compact bone and spongy bone [9]. Many of the skull bones are at, consisting of two plates of
compact bone (thickness of 1.7 to 4.3 mm) enclosing a narrow layer of cancellous bone (thickness
of 3.8 - 5.1 mm) containing bone marrow. Data published regarding skull impedance also covers
a wide range of values. Dielectric properties of the skull are inuenced by several factors: bone
composition (skull layers-structure), non-uniform geometry, anisotropy and age (water content
is reduced and bone marrow is changing from red to yellow with age, which decreases the
conductivity) [9]. In vivo and per patient based information regarding the skull impedance is
needed for building more accurate models to use in EEG and functional EIT problems.
In the next section we describe the adopted head model in detail. Then, we explain the
mathematical background of the forward problem. Next, we state the inverse problem, and
nally, the results of several simulations for dierent number of electrodes are presented and
discussed.
2. Methods
2.1. Electrical Model
The head model consists of three concentric spherical shells with the enclosed space between
them representing the three main tissues of the head: scalp, skull and brain (gure 1). Each layer
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is considered as homogeneous and isotropic, i.e. conductivity is constant and with no preferred
direction.
Figure 1. Electrical model. 1; 2
and 3 represent homogeneous and isotropic
conductivities of brain, skull and scalp
respectively. +I and  I represent the
positive and negative current injection points.
Figure 2. Electrode positions based on the
10-10 system over a spherical head. Black,
black and shaded, and labeled circles show the
positions used for 16, 32 and 64 congurations
respectively.
The electrode placement used is based on the 10-10 system for 64, 32 and 16 sensors (gure
2). A pair of electrodes is selected for the current injection, while the others are dedicated to
measure the resultant electric potential dierence. One of the current electrodes will supply a
current of +I (current source) and the other a current  I (current sink), both with the same
absolute value (gure 1).
EIT applications usually comply with the International Electrotechnical Commission (IEC)
standard [10] which specify a \patient auxiliary current" limit of 100A from 0.1 Hz to 1 kHz.
This standard is based on limitation of the current to 10 % of the average threshold of sensation
when current is applied to the skin using surface electrodes. This corresponds to a widely cited
study in which a mean perception current of 1.1 mA was observed between DC and 200 Hz, for
hand holding of a copper wire of d = 3.3 mm in diameter [11]. This gives a threshold current
density around 2 to 15 A=m2. In another study ([12]), with abrasion just under a conventional
cup electrode (Ag/AgCl, 11 mm diameter), the threshold of sensation was 100  200A and it
became slightly unpleasant at 400A. This gives a threshold current density similar to previous
study. Then, a current of 100A is appropriate for use in real studies with patients. We use
this value to produce a realistic simulation.
Also, the model dimensions must be scaled to a human head. So, the outer shell radius is set
to 10cm. The other radii are the ones that are mostly used in spherical models [13]. Table 1
summarizes the interface radii chosen for the model.
The remaining data to complete the model are the isotropic conductivity values. These are
found in the literature with a high dispersion (table 2 shows some examples). Some of them
are measurements and some others are reference values given in the studies. The values chosen
for the present work are shown in the last row. The criteria was to select realistic values,
with two exact decimals for brain:skull and brain:scalp conductivity ratios in order to ease the
comprehension of the results.
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Table 1. Model radii
Interface Label Radius [cm]
Brain:Skull a 10.0
Skull:Scalp b 9.7
Scalp:Air c 8.7
Table 2. Conductivity values found in literature [S/m]
Author Brain Skull Scalp
Zheng Xu et al [6] 0.33 0.04 0.33
Gilad et al [12] 0.30 0.015 0.30
Abascal et al [5] 0.30 0.039 0.44
Adhazi et al [14] 0.25 0.018 0.44
Goncalves et al [8] 0.33 0.008 |
Horesh [9] 0.15 0.02 0.25
Liston et al [15] 0.25 0.018 0.44
Zlochiver [16] 0.12 (grey matter) 0.02 (bone) 0.35 (muscle)
Fernandez-Corazza 0.30 0.01 0.40
2.2. Forward Problem
Assuming that the scalp, skull, and brain conductivities are known, the problem consists
on estimating the electric potential on the outermost surface. This is an electromagnetism
problem with surface conditions and spherical geometry. Maxwell equations govern the physics
of electromagnetism. In particular, for low frequencies, the quasi-static assumption can be
used. This is common in many studies since it reduces the complexity of the problem [3]. The
limitation is that the model is valid only for frequencies below 10 kHz, for which the wave
length is much greater than the head dimensions. Then, we can write
~r ~E = 0; (1)
where ~E is the electric eld. From (1), the electric eld ~E can be expressed as the gradient of
a scalar potential 
~E =  ~r: (2)
It is known that the current density ~J is proportional to ~E (3) [17].
~J =  ~E; (3)
Where,  is the electric conductivity of the medium. Applying the divergence to ~J and assuming
that  is constant,
~r  ~J = ~r  ( ~E) = (~r  ~E) = ( ~r2): (4)
The current conservation law states that the divergence of the current density is zero everywhere
in the sphere except in the injection points. With this approximation, the electric potential 
must satisfy the Laplace equation in each layer:
~r2 = 0: (5)
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Taking advantage of the problem symmetries, for each layer i, the solution of the potential 
in every point of the space (r,,) can be expressed as a linear combination of the Legendre
Polynomials as shown in (6) [17] [18].
(i)(r; ; ) =
1X
l=0
(A
(+)(i)
l r
l +B
(+)(i)
l r
 l 1):Pl(cos) 
1X
l=0
(A
( )(i)
l r
l +B
( )(i)
l r
 l 1):Pl(cos)
(i)(r; ; ) =
1X
l=1
(A
(i)
l r
l +B
(i)
l r
 l 1):(Pl(cos)  Pl(cos)); i = 1; 2; 3: (6)
Where the constants A
(i)
l ; B
(i)
l depend on the boundary conditions, Pl(x) is the Legendre
Polynomial of order l (where P0(x) = 1), (; ) is the angle to the +I current source and
(; ) to the  I current sink. In layer 3, the potential is not exactly as (6) because the current
injection points are within this layer and their eect must be included. Applying linearity, the
potential on this layer can be expressed as the potential in an unbounded medium (unb) plus
another with the expression of (6) ((3)) that allows the total potential on this layer (
(3)
tot) to
satisfy the boundary conditions. Then,

(3)
tot = unb + 
(3); (7)
where,
unb =
I
43
 
1p
r2 + c2   2rc:cos()  
1p
r2 + c2   2rc:cos()
!
: (8)
Note that the constant B
(1)
l must be zero in order to have continuity at the origin. So, for each
order l, there remain ve constants A
(1)
l ; A
(2)
l ; B
(2)
l ; A
(3)
l ; B
(3)
l to be determined. On the interface
between the layers, two conditions are satised: the continuity of the normal components of the
current density and the continuity of the electric potential. They lead to ve equations:
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@r
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Solving the equation system derived from (9) the constants can be determined. Then, expanding
and regrouping terms, the potential over the outermost surface (r = c) can be written as:

(3)
tot(c; ; ) =
k
c
:
 
1 +
1X
l=1

K1:1=2 +K2:1=3 +K3:2=3 +K4
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  1

:(Pl(cos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))
!
;
(10)
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where,
k =
I
43
; (11)
1(; ) =
1pj2  2 cos()j   1pj2  2 cos()j ; (12)
K1 = (l + 1 + lb
2l+1
r )l(1  (ar=br)2l+1); (13)
K2 = (1  b2l+1r )l(l + (l + 1)(ar=br)2l+1); (14)
K3 = (1  b2l+1r )l(l + 1)(1  (ar=br)2l+1); (15)
K4 = (l + 1 + lb
2l+1
r )(l + 1 + l(ar=br)
2l+1); (16)
K5 = l
2(l + 1)(1  (ar=br)2l+1)(1  b2l+1r ); (17)
K6 = (l + (l + 1)(ar=br)
2l+1)(l2 + (l2 + l)b2l+1r ); (18)
K7 = (l + 1)l(1  (ar=br)2l+1)(l + (l + 1)b2l+1r ); (19)
K8 = (l + 1)l((l + 1) + l(ar=br)
2l+1)(1  b2l+1r ): (20)
With ar and br being the a and b radii relative to a sphere of radius 1, (i.e., ar = a=c and
br = b=c).
Figure 3. Surface potential for 2 =
0:0093S=m, as seen from behind. The posi-
tions and labels for 64-electrode conguration
are also displayed
Figure 4. Surface potential for 2 =
0:039S=m, as seen from behind. The positions
and labels for 64-electrode conguration are
also displayed
Figures 3 and 4 show the resulting electric potential  over the sphere surface for two dierent
skull conductivity values. It can be seen that it changes with that parameter.
2.3. Inverse Problem
For the inverse problem the conductivities are assumed unknown, and the electric potential
measured at the electrodes is known. In order to simulate the measurements, white gaussian
noise is added to the solution of the forward problem with the previous section formulas
(assuming the conductivities of table 2). This noise models the electronic noise of the ampliers
and the skin/electrode contact electrochemical noise. We model it as Gaussian distributed zero
mean and 1A standard deviation.
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We will estimate the conductivity ratios instead of the conductivities themselves. This is
convenient, for example, in (10). But only two of them are independent, so x1 = 1=2 and
x2 = 1=3 are chosen as the independent variables implying that 2=3 = x2=x1.
Then, a least squares approach can be used to estimate the unknowns x1 and x2 that minimize
the dierence between each sensor measurement and its corresponding forward solution:
min
x1;x2
8<:
(n 2)X
i=1
(Vi    (i; i; x1; x2))2
9=; ; (21)
Where, n is the number of electrodes, Vi is the \measured" potential on the electrode i and
 (i; i; x1; x2) is the surface potential function obtained from the forward problem (10). The
upper limit of the summation is (n   2) because the injection nodes are excluded since their
potential is not measured.
The optimization algorithm used is the Nelder-Mead multidimensional unconstrained
nonlinear minimization method [19]. Note that in the formulation (21) there is a constrain
(the unknowns must be positive), but as the starting point can be chosen relatively near to the
true value, a faster unconstrained method can be used.
3. Results
The inverse problem (21) was solved for 16, 32 and 64 electrodes with 1A standard deviation
noise. It can be seen in gure 2 that there is a symmetry on the electrode distribution between
left an right sides. This symmetry does not exist between front and back because of the three
occipital electrodes (Iz, P9 and P10) in the 64-electrode conguration, and the Oz electrode
in the 32 and 16 congurations. So, all dierent pairs of electrodes without an exact mirrored
conguration occurring on the left side were considered. For example, the problem with the
injection nodes being C4 and F4 leads to the exact same results of the C3-F3 combination.
Then, this last pair was excluded. The number of combinations used are shown in table 3.
Table 3. Injection node combinations
Electrodes Combinations
64 1551
32 391
16 99
For each combination, 100 dierent noise realizations were simulated and the mean and
variance of the x1 and x2 estimates were computed. Figures 5 and 7 show, for the 64 and
32 electrode congurations, the mean of x1 as a function of the angle  between the injection
electrodes. The expected value is also displayed with a horizontal line. Figures 6 and 8 show
the same results for x2.
Figure 9 shows, for the 16-electrode conguration, the mean and mean plus/minus variance
of the x1 estimation for dierent combinations of injection electrodes. A particular injection pair
has a very high variance. This is reasonable since it corresponds to the T7-T8 combination. In
this case all measurement electrodes are close to the middle plane between these two positions,
where the electric potential is close to zero.
Figure 11 shows the resulting variance for dierent x1 simulations. Each cross represents the
mean variance for each pair of injection electrodes. The central mark is the median, the edges
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Figure 5. 1=2 mean versus  for 64
electrode conguration.
Figure 6. 1=3 mean versus  for 64
electrode conguration.
Figure 7. 1=2 mean versus  for 32
electrode conguration.
Figure 8. 1=3 mean versus  for 32
electrode conguration.
of the box are the 25th and 75th percentiles, and the whiskers extend to the most extreme data
points not considered outliers. Figure 12 shows the same result for x2. The combination T7-T8
was excluded from both plots in the 16-electrode conguration because, as explained before, it
is a very atypical case and would impact negatively in the plot readability.
Another simulation was done in order to study the impact of the assumed noise variance.
We know that the brain has normal activity that can be detected with the EEG electrodes.
This activity means for this application of EIT additional noise with peaks of around 20V .
Although this noise might be disaected using a proper technique (taking advantage of the fact
that the frequency and phase of the injected current is well known), is important to know if such
a technique eort is worthwhile. Then, the same simulation for 64 electrodes was ran, but with
a noise standard deviation of 10V . Figure 10 compares the 16 and 64 electrode congurations
with 1V and 10V of noise standard deviation respectively, where the left box of the plot is
the same than the right one of gure 11.
4. Conclusions
The forward and inverse problems have been solved successfully for 16, 32 and 64 electrodes
over the three shell spherical model and the expected conductivity values were retrieved. It is
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Figure 9. 1=2 mean and mean plus/minus
variance for 16-electrode conguration versus
electrode combinations
Figure 10. Box plot of the variance for
1=2 estimations in 16 and 64 electrode
congurations with 1V and 10V standard
deviation noise respectively.
Figure 11. Box plot of the variance for 1=2
estimations.
Figure 12. Box plot of the variance for 1=3
estimations.
important to highlight that this was achieved with appropriate scales. For instance, the radius
of the outer sphere was 10cm, close to a real head size. Also, the injected current value was
chosen with the same criterion as if it were a real experiment. Furthermore, the conductivity
values were close to real values, and nally, a typical electronic noise standard deviation was
chosen.
Injection nodes with greater angle between them generally achieve better results (less
variance) but this is not a general rule, since the accuracy not only depends on that angle,
but also on the surrounding electrodes for measurement. For example, C3-C4 combination is
better than T7-Cz (less variance), although both have very similar angle between the injection
nodes. Another example is the atypical T7-T8 pair for the 16 electrode conguration, where
the angle  between the electrodes is maximum and the variance of the conductivity estimation
is the highest. In conclusion, the combinations with more sensors surrounding the injection
electrodes and a large angle between them are preferred.
On the other side, the results show an exponential-like dependence of the variance with the
number of electrodes. Of course, more electrodes mean better results, but from this study, and
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also depending on the measurement precision needed, a good choice on the sensors quantity could
be performed. More important than the amount of electrodes is the removal of the brain activity
from the recorded signals. A cap with 16 electrodes and a system to remove the background
brain activity is much better than a 64 electrodes system without it.
The spherical model mainly serves as a validation tool for numerical algorithms since the
forward problem has analytical solution. With numerical methods like Boundary Element
Method (BEM) or Finite Element Method (FEM), the algorithms can be independent of the
geometry. The solutions for the forward and inverse problems with a real shaped model using
FEM are in progress. This model will use a standard shape model of the head and a standard
averaged conductivity distribution of the brain and CFS obtained via DTI. Then, it will be used
to estimate the conductivities of skull and scalp. An advantage of using FEM instead of BEM
is the possibility of include anisotropy in the model. It is known that skull has a tangential
to radial anisotropy of around 1:10 [13]. The same seems to happen in the scalp, but in this
case the relation is lower (1:1.5) [9] and it is not so relevant. So, the inverse problem will be
extended to look for four unknowns: tangential skull, radial skull, tangential scalp and radial
scalp conductivities.
The development of an EIT device is also planned. Using the average head model or
patient specic models (if possible) jointly with this device, real estimations of scalp and
skull conductivities will be performed. Since this information will be used to solve the EEG
source localization problems, the real impact of having patient specic conductivity maps will
be studied.
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